Background: The second-generation cryoballoon (CB2) is widely used for pulmonary vein (PV) isolation (PVI) in patients with paroxysmal atrial fibrillation (AF). Recently, the novel fourth-generation CB (CB-Advance PRO) was introduced, incorporating a shortened catheter tip.
| INTRODUCTION
Atrial fibrillation (AF) is the most common sustained cardiac arrhythmia. Maintenance of stable sinus rhythm is intended in symptomatic patients, and catheter ablation aiming at pulmonary vein (PV) isolation (PVI) provides the most effective treatment option with encouraging clinical outcome data. [1] [2] [3] Different energy sources and various ablation tools have been evaluated to improve the success rate of PVI. [4] [5] [6] [7] The FIRE AND ICE trial, which prospectively randomized patients with paroxysmal AF (PAF) to either radiofrequency (RF) or cryoballoon (CB)-based PVI, demonstrated noninferiority of CB ablation as compared to RF ablation in terms of efficacy and safety. 6 CB-based AF ablation is currently the only established "single-shot" ablation modality and is not only readily applicable and easy to learn, but also a particularly safe tool. 1, 8 CB ablation strategies may apply fixed freeze cycle durations of 180 to 240 seconds. Recently, ablation protocols were modified for shorter and fewer CB applications aiming at reduction of periprocedural complications such as phrenic nerve (PN) palsy. 8 Therefore, the individual time to isolation (TTI) has been implemented which resulted in shorter procedure times dependent on the bonus freeze strategy but comparable clinical outcome. 9 The length of the distal tip of the second-generation CB (CB2) might limit optimal visualization of PV signals in some patients as it might prevent proximal positioning of the circular mapping catheter (Achieve; Medtronic) within the PV. 10 Recently, the novel fourth-generation CB (CB-Advance PRO, Artic Front Advance Pro; Figure 1 ) was introduced into clinical practice, featuring a 40% shortened tip to improve catheter maneuverability and visualization of TTI ( Figure 2 ). This design was considered to translate into an increased rate of PV real-time signal recording, thus facilitating individualized ablation strategies.
The purpose of this retrospective analysis was to evaluate the feasibility and acute efficacy of PVI using the CB-Advance PRO as compared to the CB2.
| METHODS

| Study design and patient population
In total, 100 consecutive patients suffering from symptomatic, drugrefractory PAF or persistent AF who underwent first-time PVI using the novel CB-Advance PRO at the two experienced clinics (Asklepios Klinik St. Georg or Asklepios Klinik Harburg in Hamburg, Germany) were included into this study (group I). A control group of 100 consecutive patients with paroxysmal or persistent symptomatic, drugrefractory AF who underwent de novo PVI using the CB2 served as control (group II). Exclusion criteria were prior PVI, contraindications to post-interventional oral anticoagulation, and severe valvular heart disease. The study was approved by the local ethics board (WF-05/19) and was performed in accordance with the Declaration of Helsinki.
| Preprocedural preparation
Transesophageal echocardiography was performed before the ablation procedure to rule out intracardiac thrombus formation in all patients. In patients on vitamin K antagonists, ablation was performed under therapeutic international normalized ratio (INR) values of 2 to 3. Direct oral anticoagulants were stopped the day before the procedure and re-initiated 6 hours thereafter. 11 2.3 | AF ablation procedure CB-based ablation was only performed by highly experienced CB operators based on individual operation volume as suggested in current guidelines. 1 Ablation procedures were performed according to our routine protocol as previously described. 8 In brief, single transseptal puncture was performed using a modified Brockenbrough tech- Procedural endpoint was defined as persistent PVI verified by spiral mapping catheter recordings.
| Postprocedural care
Following the ablation procedure, all patients underwent transthoracic echocardiography to rule out pericardial effusion. All patients were treated with proton-pump inhibitors for 6 weeks. Anticoagulation was continued for at least 3 months post ablation and then based on the individual CHA 2 DS 2 -VASc score. Previously ineffective antiarrhythmic drugs were recommended for 3 months. 
| Endpoints
| Statistical analysis
Continuous data were summarized as means ± SD or as medians (25th and 75th percentiles) as appropriate. Categorical data were presented as N (%). Based on a logistic regression model (global test of no regression), baseline variables were simultaneously compared between treatment groups. Baseline data were age, gender, AF type, congestive heart failure, hypertension, diabetes mellitus, previous stroke/TIA, myocardial infarction, ejection fraction, and LA diameter. PVs. PV data were the duration of freeze cycles, the minimal temperature, the temperature at the time of isolation, TTI, the number of freeze cycles, and the isolation of each vein.
All P values were two-sided and a P value of <.05 was considered significant. All calculations were performed with the statistical analysis software R (R Core Team, 2019).
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| Patient characteristics
A total of 200 consecutive patients were included into this two-center analysis. In group I (n = 100), AF at baseline was paroxysmal in 62 of 100 (62%) patients, and persistent in 38 of 100 (38%) patients.
Median age was 55.5 (57, 73) years and mean LA diameter was 45 ± 6 mm, and 40 of 100 (40%) patients were female. Detailed patient data and the characteristics of the control group (n = 100) are given in Table 1 . There was no significant difference regarding baseline data between both groups (P = .31).
| Procedural parameters and acute ablation results
Acute PVI was achieved in all patients of both groups. There was a statistically significant difference regarding median procedure time 
| Real-time PV recordings
There was a trend toward a higher rate of online registration of PV signals in group I as compared to group II (77.9% vs 71.4%) not reaching statistical significance (P = .09). Overall, for the RIPV, TTI was recorded significantly less often when compared to all other PVs (P < .001). There was no statistically significant difference between both groups regarding the rate of TTI per PV (P = .56). Median TTI was significantly shorter when using the CB-Advanced PRO (group I: 33 [23, 50] vs group II: 40 [26, 60] seconds, P < .01). Ablation data per individual PV is depicted in Figure 3 . 
T A B L E 1 Patients baseline characteristics
| Periprocedural complications
| DISCUSSION
| Main findings
The present study is the first to report on feasibility, efficacy, and safety of catheter ablation for symptomatic AF using the novel CB-Advance PRO as compared to patients treated with the CB2.
The main findings are:
1. The CB-PRO provides a high rate of acute PVI during the index freeze cycle.
2. There was no statistically significant difference regarding the incidence of PVs with TTI between the CB-Advance PRO and the CB2.
3. Median TTI and mean total freezing time were significantly shorter when using the CB-Advance PRO as compared to the CB2.
| Acute efficacy of CB-based PVI
While RF-based PVI was considered the "gold standard" for the treatment of AF for a long time, the CB2 has turned out to be an effective alternative for AF ablation. 1, 12, 13 The FIRE AND ICE trial, which prospectively randomized PAF patients to either RF or CB-based PVI, established the noninferiority of CB ablation vs RF ablation in terms of efficacy and safety. 6 As PVI is the first-line recommended procedural endpoint in AF ablation, it can be recommended not only for the treatment of PAF but also for persistent AF, as studies using CB in patients with paroxysmal and even with persistent AF have shown a comparable clinical success rate. [14] [15] [16] [17] [18] Today, CB-based PVI is an accepted strategy for the treatment of symptomatic, drug-refractory AF and is therefore recommended by the current AF ablation guidelines. 1 Thus, the CB turned out as a tool, which is increasingly utilized in many electrophysiology (EP) laboratories worldwide.
| CB-based PVI-Can we still do better?
The design of the CB has been revised several times-inter alia to improve cooling properties and visualization rates of real-time PVI. 10, 19 Compared to the first-generation CB (CB1), the CB2 provides a more uniform and distal cooling and therefore permits balloon angulations for challenging PV anatomy without leaving the optimal freezing zone. 19 Although the CB1 had several limitations, clinical
The verification of PVI using the novel CB-Advance PRO in comparison to the TTI data of patients ablated using the CB2 is summarized. CB, cryoballoon; CB2, second-generation CB; CB-Advance PRO, fourth-generation CB; LCPV, left common PV; LIPV, left inferior PV; LSPV, left superior PV; PV, pulmonary vein; PVI, PV isolation; RIPV, right inferior PV; RSPV, right superior PV; TTI, time to isolation results when using the further generation CBs have been shown to be comparable to RF. 6 The initially most commonly applied ablation protocol has been the bonus-freeze protocol characterized by an additional empiric freeze cycle following documentation of electrical PVI. 20, 21 Although the current trend is to perform CB ablations without an additional bonus freeze, the optimal dosing strategy in terms of duration of cryoapplication per freeze is not yet established.´TTIguided ablation has been proposed to be superior with regards to procedure time, freeze cycle duration, and PVI durability depending on bonus-freeze application strategy and in some studies was associated with beneficial clinical outcomes. 8, 9, 22 For a TTI-guided approach, a visualization of real-time recordings of PV signals is mandatory. Thus, it is of major interest to optimize the catheter design of the CB for a potentially higher rate of real-time recordings. The design of the thirdgeneration CB (CB3) was quite similar to the CB2 except for a shortened tip and already promised higher rate of TTI, 10, 23 but was taken from the European market, because of observed differences in minimal CB freeze temperatures most likely due to a changed position of the temperature probe of the CB3 to a more proximal position, which causes a minimally longer distance of the returning gas to the temperature probe and therefore higher returning gas temperatures.
Lately, the novel CB-Advance PRO was designed to enhance the probability of real-time recordings due to a 40% shortened catheter tip and to optimize catheter maneuvering, whereas the technical properties of the balloon itself remained mainly unchanged when compared to the CB2, especially regarding cooling properties.
The present study sought to evaluate, whether there is an increased rate of PV real-time recordings and TTI when using the CB-Advance PRO as compared to the widely used CB2.
The present study confirms that the feasibility and safety of the CB-Advance PRO is comparable to the CB2. In our analysis, all PVs were successfully isolated. It was demonstrated that the incidence of major or minor complications and in particular the incidence of PN palsy was similar in both patient groups.
In our analysis, a strong numerical trend toward a higher inci- to the shorter tip of the balloon. Further studies have to confirm these findings. Furthermore, the results of our study have to be interpreted against the background, that all operators involved into the procedures were physicians highly experienced with CB ablation. Experienced operators can easily perform multiple maneuvers in order to get the spiral mapping catheter in a proximal PV position and to increase the visualization rate of real-time PV recordings. However, less experienced operators will profit from the shortened CB tip which facilitates and simplifies proximal spiral mapping catheter positions.
| LIMITATIONS
The current study is a retrospective analysis involving typical limitations. As this is not a randomized controlled study, any conclusions are hypothesis-generating only. Nonetheless, to the best of our knowledge, this multicenter study is the first to describe the feasibility, acute efficacy, and safety of AF ablation using the novel CB-Advance PRO in comparison to the CB2.
| CONCLUSION
Catheter ablation of AF using the CB-Advance PRO is feasible and safe and is associated with encouraging acute clinical success rate.
Regarding the rate of real-time PV recordings, it is comparable to the CB2 but associated with a significant reduction in mean TTI and mean total freezing time as compared to the CB2.
